Background: The Inoue balloon technique is the standard technique for mitral valve balloon commissurotomy at this stage. However, the hardware for this technique is expensive and may not always be available in resource-limited settings. Objectives: This article reports our experience with percutaneous transmitral balloon commissurotomy using a single balloon (Nucleus) with arteriovenous loop stabilisation. Methods: Eleven young patients, aged 12-26 years and weighing 23-48 kg, underwent transmitral balloon commissurotomy using the described technique at our centre from April to May 2014. Results: Mean fluoroscopy time was 22.6 ± 6.4 min (18.5-30.0). Mean transmitral gradient decreased from 24.1 ± 5.9 (16-35) to 6.6 ± 3.8 (3-14) mmHg, as measured on transoesophageal echocardiography. Mean mitral valve area increased from 0.69 ± 0.13 cm 2 (range 0.5-0.9) before dilation to 1.44 ± 0.25 cm 2 (1.1-1.9) after dilation (p < 0.001). Mean estimated pulmonary artery systolic pressure decreased from 110.0 ± 35 mmHg (75-170) before dilation to 28.0 ± 14.4 mmHg (range 10-60) after dilation. Conclusion: Our modified Nucleus balloon technique for mitral valve dilation in young patients with mitral stenosis is effective and safe. The technique differs from other over-thewire techniques in that it avoids placing stiff wire in the left ventricle. It also offers better balloon stability and control owing to the arteriovenous loop. This technique may be easier for use by paediatric interventionists who might not be familiar with the Inoue balloon technique.
Although it has become exceedingly rare in the developed world, rheumatic heart disease continues to be a serious health problem in developing nations. 1 Unlike other valvular lesions, which might be attributed to multiple aetiologies, mitral stenosis alone or in combination with other valvular lesions is the only lesion almost exclusively attributed to rheumatic heart disease. 2, 3 Studies from developing countries have shown that mitral stenosis progresses rapidly and may lead to serious disability early in life. [4] [5] [6] [7] Commissural fusion, leaflet thickening and alteration of the subvalvular apparatus are the dominant mechanisms causing clinically important mitral stenosis of rheumatic origin. 8 As mitral stenosis is a mechanical obstruction to forward flow, the only definitive treatment is mechanical relief of the obstruction. Such invasive treatments include closed mitral commissurotomy, open mitral valve repair, mitral valve replacement, or percutaneous transmitral balloon commissurotomy. [9] [10] [11] Percutaneous transmitral commissurotomy is associated with significant changes in mitral valve morphology in terms of splitting of the fused mitral commissures, increased mitral valve area, improved leaflet excursion and splitting of the sub-valvular structures. 12 A variety of hardware and techniques has been described. These include the Inoue balloon technique, single-balloon over-the-wire techniques, double-balloon technique, multi-track system, metallic valvotome and other similar techniques. [13] [14] [15] [16] [17] Currently, the Inoue balloon is the standard technique. However, the hardware for this technique is expensive and may not always be available in resource-limited settings. In this article, we describe a technique for balloon mitral commissurotomy using a single Nucleus balloon, with arteriovenous loop stabilisation.
Methods
This technique is a modification of the regular single-balloon, over-the-wire technique described previously, 18 and adapted by subsequent workers. 19 It was modified according to the available materials at our centre during that period, and to adapt to the relatively small size of our patients.
A total of 11 patients, all teenagers or young adults, underwent transmitral balloon commissurotomy using the described technique in our centre from April to May 2014. Eight patients (72.7%) were female. In all patients, diagnosis of mitral stenosis was made on the first presentation to medical attention.
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Mean mitral valve area, measured by planimetry on transoesophageal echocardiography (TEE), was 0.69 ± 0.13 cm 2 (range 0.5-0.9). Mean transmitral diastolic gradient was 24.1 ± 5.9 mmHg (range 16-35) and mean estimated pulmonary artery systolic pressure was 110.0 ± 35 mmHg (75-170). Other baseline characteristics of the patients are shown in Table 1 .
Under general anaesthesia, right femoral vein access was taken with a 7F short sheath. A 0.025-inch regular wire was advanced up the superior caval vein and a 7F long sheath was advanced to the left innominate vein. The wire was withdrawn and a Brockenbrough needle (Medtronic Inc, Minneapolis, MN, USA) was introduced.
After sliding the system down to the oval fossa, transseptal puncture was performed under TEE and single-plane fluoroscopy guidance. The needle was withdrawn into the dilator and the sheath-dilator assembly was advanced into the left atrium. Once in the left atrium, the dilator was removed.
A 6F 110-cm-long wedge balloon catheter (Arrow Int, Inc, Bernville Rd, Reading PA, USA) was advanced into the left atrium. The pre-formed stiff end of a regular wire ( Fig. 1 ) was used as a stylet to guide the inflated wedge balloon across the mitral valve. Once the balloon was at the apex of the left ventricle, its position at the centre of the mitral apparatus (and not through the chordae) was confirmed by TEE. The wedge balloon catheter was then advanced up the ascending aorta, using the pre-shaped end of the stiff wire, if necessary. A 0.035-in × 260-cm Terumo wire (Terumo Medical Corporation, Cottontail Lane, Somerset, New Jersey, USA) was advanced through the wedge catheter and the wire was snared to the descending aorta from the arterial side to establish an arteriovenous loop ( Fig. 2A) . Then the inflated wedge catheter was again withdrawn into the left ventricle and pushed and pulled gently through the mitral valve apparatus to ascertain that there was no entrapment within the mitral valve chordae. The wedge balloon and the long sheath were then removed. A 12F to 14F short sheath was introduced into the femoral vein. The septal puncture was dilated with a 6-or 8-mm balloon ( Fig. 2A) . Finally, a Nucleus balloon (NuMED Canada Inc, Second Street West Cornwall, ON, Canada) of appropriate size, according to the patient's size and TEE measurement of the mitral annulus, was introduced and placed across the mitral valve. We did not encounter any difficulty with passing the balloon through the septal puncture in any of our patients.
A 20-cm 3 syringe with 25% contrast and 75% saline combination was attached using a three-way stopcock. An inflation device filled with a similar combination of contrast and saline was attached. The desired inflation pressure was decided based on the table provided with the balloon (Table 2) , in order to achieve the exact target diameter. Both ends of the arteriovenous loop were pulled to stabilise the balloon in a good position and the balloon was inflated using fluoroscopic and TEE guidance. 
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Maximum precautions were taken not to inflate the balloon in the left ventricular outflow tract. Inflation was first with the syringe and then with the inflation device, since the total volume frequently exceeded the capacity of the inflation device. A waist formed and then disappeared (Fig. 2B, C) . Inflations at increased pressure were repeated if needed, with control for degree of mitral regurgitation, mean transmitral diastolic gradient and post-dilation mitral valve area on TEE.
Results
Mean fluoroscopy time was 22.6 ± 6.4 min (18.5-30.0). Mean transmitral gradient decreased from 24.1 ± 5.9 (16-35) to 6.6 ± 3.8 (3-14) mmHg, as measured on TEE. Mean mitral valve area increased from 0.69 ± 0.13 cm 2 (range 0.5-0.9) before dilation to 1.44 ± 0.25 cm 2 (range 1.1-1.9) after dilation (p < .001). Mean estimated pulmonary artery systolic pressure decreased from 110.0 ± 35 mmHg (range 75-170) before dilation to 28.0 ± 14.4 mmHg (range 10-60) immediately after dilation on TEE. Outcome variables after balloon dilation are shown in Table 3 .
One patient developed severe mitral regurgitation due to a tear on the anterior mitral valve leaflet and she underwent semiurgent valve replacement surgery. Another patient developed moderate mitral regurgitation, which was well tolerated. No complications were noted in the other patients either immediately after the procedure or on subsequent follow up.
At the follow up, up to 20 months later, all the patients were in NYHA functional class I-II. Mean mitral valve area remained stable at 1.43 ± 0.32 cm 2 (range 1.1-1.9). Transmitral mean diastolic pressure gradient was 5.4 ± 2.7 mmHg (range 2-7). Estimated mean of the systolic pulmonary artery pressure was 40.1 ± 8.4 mmHg (range 25-45).
Mitral regurgitation was mild in three patients while it was trivial or none in the rest. Tricuspid regurgitation was graded as mild in four patients and minimal in the rest. All the patients were on monthly benzathine penicillin prophylaxis against recurrence of rheumatic fever. None was on diuretics or any other cardiac medications or has needed further intervention.
Discussion
Currently the Inoue balloon technique is the standard technique for mitral valve dilation for treatment of mitral stenosis due to rheumatic heart disease or calcific mitral stenosis. The technique we describe here does not compare to the Inoue balloon technique in terms of ease and safety of operation. We do not imply that this technique is an alternative to the Inoue balloon under circumstances where the Inoue balloon is available and the operator is well versed with the technique. There is no doubt that the Inoue balloon is superior, if it is available and the operator is experienced with it.
Our technique is actually a modification of older singleballoon techniques used for the treatment of mitral stenosis. 20, 21 Compared to other single-balloon techniques, the Nucleus balloon offers the advantage of asymmetric inflation of both extremities before the central part of the balloon, thus ensuring some degree of stabilisation over the stenotic orifice.
Our technique is significantly different from that in which the Nucleus balloon has been used, in that it avoids placing a stiff wire in the left ventricle, decreasing the risk of ventricular arrhythmia, or hypotension from mitral interference. The use of a very floppy Terumo wire in our technique preserves mitral valve function until the arteriovenous loop is pulled for some seconds during balloon inflation. Furthermore, the risk of apical left ventricular rupture associated with the double balloon and other similar techniques is less likely to be a problem with our technique.
Establishment of an arteriovenous loop offers better balloon stability and can potentially be used with any other type of balloon available, especially in resource-limited settings. We felt that stabilising the balloon in that manner would be a particular advantage in our relatively young and small population of patients.
Indeed the procedure was adopted in our first patient, after initial inflation of the Nucleus balloon over a stiff wire placed at the left ventricular apex proved unsuccessful, the balloon being pushed back to the left atrium. The concern that applying tension on both ends of the Terumo wire may result in aortic injury may be overcome by placing a catheter over the wire, although we have not done this in the patients treated thus far. We used small balloons to dilate the septal puncture. Although there may be a theoretical risk of creating an iatrogenic atrial septal defect through the hole, this did not occur in any of our patients.
In initial publications describing single-balloon over-thewire procedures, 18 Lock et al. positioned the exchange wire in the descending aorta, thus increasing support and stability for the balloon. The addition of the arteriovenous loop increases stability by pulling both ends of the wire, while using a softer guide wire. Although techniques using arteriovenous loops have been described previously, 19, 22 they never gained widespread acceptance, either because the wire was snared inside the left ventricle, 19 or because the balloon was advanced through the arterial end of the loop. 22 With the current catheters, guide wires and snares available, our technique is definitely much more straightforward than the originally proposed variants.
This technique may be considered a good option in resourcelimited settings where the Inoue balloon is not always an available option. Compared with the Inoue balloon, the total cost of the Nucleus balloon and its associated hardware is significantly less. Besides, the Nucleus balloon is easier to clean and resterilise as it has a single layer, compared to cleaning the Inoue balloon. It can be reused multiple times, offering a significant cost advantage in resource-limited settings such as ours. This technique may also be easier for use in children by paediatric interventionists who may not be familiar with the Inoue balloon technique but frequently use arteriovenous loops for other interventions.
One of our patients developed a tear in the anterior mitral valve leaflet and underwent valve replacement surgery. This complication may not be associated specifically with the described technique and could potentially occur with the Inoue balloon and other techniques. In fact, when inspected by the surgeon, the valve appeared too dysplastic to attempt repair. However, our technique carries a potential complication of inflating the balloon partially in the left ventricular outflow tract, thus avulsing the sub-valvar mitral apparatus. Great care has to be taken to not fully inflate the balloon if it seems to engage partially in the outflow tract during gentle initial inflation.
Although our patient population was small, the outcomes achieved in terms of increase in mitral valve area and reduction of mean transmitral diastolic gradient were comparable to those obtained with the Inoue balloon and other techniques.
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Estimated pulmonary artery pressure also dropped significantly. These outcomes were maintained on follow up at close to two years. Except for one patient who had an anterior leaflet tear leading to severe mitral regurgitation, the degree of mitral regurgitation was mild or less in all cases at the last follow up.
A limitation is that the number of patients in our study was relatively small. Furthermore, we did not compare our technique head to head with other techniques; it was based rather on a literature review.
Conclusion
The Inoue balloon is not usually available in our centre as we get most of our consumables on donation. Our modified Nucleus balloon technique for mitral valve dilation in patients with mitral stenosis is effective and safe. The technique differs from other over-the-wire balloon techniques described in the past in that it avoids placing a stiff wire in the left ventricle, avoiding the risk of ventricular arrhythmia. It also offers better balloon stability and control owing to the arteriovenous loop. This technique can potentially be used with any other balloon available and may be easier for use by paediatric interventionists who might not be familiar with the Inoue balloon technique. TEE guidance is very useful to avoid the potential risk of inflating the balloon in the left ventricular outflow tract or through the sub-valvar apparatus. The Nucleus balloon can also be resterilised and used multiple times. 'There has been concern among the medical community and the public that the radiation from medical diagnostic tests could increase the risk of cancer, said Professor Randall Thompson, a cardiologist at the Mid-America Heart Institute, Kansas City, Missouri, US.
He continued: 'Although the risk of harm from an individual nuclear cardiology test is very low -even very conservative estimates suggest only one in 1 000 extra patients would develop cancer 20 years later -the cumulative dose from multiple medical diagnostic tests may be a concern.' Medical societies advocate getting radiation doses as low as is reasonably achievable. There are ways to do this but surveys show that adoption of new technologies, which cost money, and new testing algorithms, which take more physician time, has been slow.
This study assessed the impact on radiation dose of modifying protocols and introducing new hardware (cameras) and post-processing software in a large nuclear cardiology laboratory network in Kansas City.
The study included the 18 162 single-photon emission computed tomography (SPECT) myocardial perfusion imaging (MPI) studies performed at all four of the Saint Luke's Mid-America Heart Institute nuclear cardiology laboratories from 1 January 2009 to 30 September 2016. SPECT MPI shows how well blood flows through the muscle of the heart and is primarily performed to diagnose the cause of chest pain or to help manage patients with known coronary artery disease.
Protocols were modified by performing stress-only tests where possible, which saves the radiotracer dose from the rest scan. Stress and rest scans are still required in some patients since shadowing from body parts can look like a lack of blood flow and two scans can clarify the findings. Technetium tracers are now used instead of thallium 100% of the time at one-third of the radiation dose.
Small field-of-view cameras, which have advanced post processing, and a new generation of camera systems, which are more sensitive and need less radiotracer injected into the body, have both been introduced. These camera systems are equipped with advanced processing which enhances the nuclear pictures and need less radiation or shorter image acquisition times. Professor Thompson's laboratory focused primarily on reducing the radiation dose.
The average radiation dose fell from 17.9 mSv in 2009 to 7.2 mSv in 2016 and the median dose (the 50th percentile) dropped from 10.2 to 2.5 mSv. Professor Thompson said: 'There was a dramatic lowering of the radiation dose with all of these concerted efforts. The average dose fell by 60% and the median dropped by 75%. ' 'The average dose had fallen to 5.4 mSv in 2012 but crept up as we've had more obese patients referred in whom we have to use the higher dose protocols,' he added. 'But more than half of patients now are tested with a low-dose, stressonly test using the new technology, which is why the median dose of radiation has fallen so dramatically. ' The average background dose for people living in Europe and North America from radon underground and cosmic background sources is about 3 mSv a year. Medical societies consider higher-and lower-dose tests to be above 10 mSv and below 3 mSv, respectively. In 2010 the American Society of Nuclear Cardiology set a target of 9 mSv or less for the majority of tests.
Professor Thompson said: 'The majority of studies were in the high-dose range back in 2009 and now most tests have a radiation dose that is about a third of the target. This is despite being referred a larger number of obese patients. In the last 2.5 years, 17% of patients have needed the large fieldof-view camera as their average body mass index was 46 kg/ m 2 and they were simply too big for the small cameras.' He concluded: 'By adopting contemporary protocols and technologies it is feasible to substantially lower radiation doses in nuclear cardiology in very large numbers of patients in real world clinical practice.'
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